A new online solid phase preconcentration method using the new SiO 2 /Al 2 O 3 /SnO 2 ternary oxide (designated as SiAlSn) as chelating agent free-solid phase extractor (CAF-SPE) coupled to flame atomic absorption spectrometry (FAAS) for Pb 2+ determination at trace levels in different kind of samples is proposed. The solid adsorbent has been characterized by Fourier transform infrared spectroscopy (FTIR), scanning electron miscroscopy (SEM), energy dispersive X-ray spectroscopy (EDS), X-ray fluorescence spectroscopy (XRF) and textural data. The method involves the preconcentration using time-based sampling of Pb 2+ solution at pH 4.3 through 100.0 mg of packed adsorbed into a mini-column under flow rate of 4.0 mL min -1 during 5 min. The elution step was accomplished by using 1.0 mol L -1 HCl. A wide range of analytical curve (5.0-400.0 µg L -1 ), high enrichment factor (40.5), low consumption index (0.5 mL) and low limits of quantification and detection, 5.0 and 1.5 µg L -1 , respectively, were obtained with the developed method. Practical application of method was tested on water samples, chocolate powder, Ginkgo biloba and sediment (certified reference material). On the basis of the results, the SiAlSn can be considered an effective adsorbent belonging to the class of CAF-SPE for Pb 2+ determination from different matrices.
Introduction
Lead contamination has been considered one of the most environmental concern worldwide due to numerous acute and chronic adverse effects caused by the element. 1, 2 To the population in general, which is not occupationally exposed, water and food are significant sources of exposure to lead. 2 The most common lead contamination pathways to water are the household plumbing corrosion and anthropic pollution, while to food are the development of plants grown in soil containing high amount of lead and the accidental additive picked up during food processing. [3] [4] [5] [6] Due to its high degree of toxicity and the effects caused to the ecosystem, a rigid monitoring of the activities involving this metal is required.
According to World Health Organization (WHO), 6 -8 the health-based guideline established value for lead in drinking water is 10.0 µg L -1 , while for food, the seventy-third report of the Joint Food Agriculture Organization/WHO Expert Committee on Food Additives estimated the mean dietary exposure per day and body weight for children (aged about 1-4 years) and to adults being in the range 0.03-9.00 and 0.02-3.00 µg kg -1 , respectively. The Brazilian Ministry of Health 9 and CONAMA resolution No. 357 (Brazil National Environment Council) 10 established the maximum allowable lead content in freshwater as 30.0 µg L -1 , while for drinking water this index reduces to 10.0 µg L -1 and effluents released into aquatic bodies the concentration is 500.0 µg L -1 . With regard to food samples, the Brazilian Ministry of Health 11 established maximum limits of lead between 0.01-2.00 mg kg -1 to different types of foodstuffs. According to those strict regulations, the development of analytical methods to determine trace amounts of lead is extremely essential.
Flame atomic absorption spectrometry (FAAS) and graphite furnace atomic absorption spectrometry (GFAAS) have been widely used for determining lead ions. 8, 12 In general, among the spectrometric techniques, the FAAS stands out in relation to the others for being a simple, selective, easy-to-operate technique with a high analytical frequency and mainly because it exhibits low maintenance and acquisition costs. 8, 12, 13 However, the low sensitivity makes it unsuitable for lead quantification at trace levels in different samples. 14 To overcome this limitation, preconcentration procedures before quantification are usually required. 15 Preconcentration methods based on online solid phase extraction (SPE) are very useful due to their simplicity, high enrichment factor, reduced reagent consumption, accuracy, high analytical frequency and easy regeneration of the solid phase adsorbent. Such characteristics relies to the choice of a material with high chemical and mechanical stability and high adsorption capacity. 16, 17 Among the solid phase adsorbents, silica gel (SiO 2 ) matrix is widely utilized due to its high mechanical stability at high pressure and low swellability in different solvents. However, silica-based materials have chemical limitations regarding the adsorptive capacity against metallic ions, as well as low chemical stability in high acid and/or high alkaline media. 18 Regarding those traditional polymeric phases such as polyurethane, amberlite XAD and modified octadecylsilica, the surface modification with chelating agents has been a strategy for improving the performance of these solid phase extractor towards metal ions adsorption. [19] [20] [21] On the other hand, these materials usually present low reusability as result of loss of chelating agents after several preconcentration/elution cycles. In this sense, the synthesis of chelating agent free-solid phase extractor (CAF-SPE) based on mixed oxides grafted into a silica matrix has been an interesting strategy for obtaining new materials with high surface area, high resistance to acids and bases, high reusability and improvements on the sensitivity and selectivity towards metal ions adsorption. [22] [23] [24] Grafting by sol-gel process has been the choice method for the preparation of hybrid material (SiO 2 /M x O y = Al 2 O 3 , TiO 2 , ZrO 2 , Nb 2 O 5 , SnO 2 ) due to the uniform dispersion of metallic oxides in the matrix. 18, 25, 26 Furthermore, the Lewis and/or Brønsted acid sites on the surface of mixed oxides makes them interesting materials for various applications, including preconcentration of metallic ions and anions. 27, 28 Al 2 O 3 and SnO 2 are amphoteric oxides, allowing them to react with both acids and bases, 29 
Experimental

Apparatus
The online preconcentration experiments with minicolumn were coupled with a flame atomic absorption spectrometer (FAAS) Shimadzu ® AA-7000 (Tokyo, Japan) equipped with a lead hollow-cathode lamp as radiation source (wavelength, 217.0 nm; current, 10 mA), a deuterium lamp for background correction and a flame composition operated with acetylene at flow rate of 2.0 L min -1 and air flow rate of 15.0 L min -1 . The flow injection system was constructed by an Ismaltec ® IPC-08 peristaltic pump (Glattbrugg, Switzerland), Tygon ® tubes (Courbevoie, France), polyethylene tubes (to propel sample solutions; diameter, 0.8 mm) and a homemade poly(methyl methacrylate) injector-commutator. The sample pH was measured with a Metrohm ® 827 pH lab digital pH meter (Herisau, Switzerland). Infrared spectra were recorded by using a Shimadzu ® 8300 Fourier transform infrared spectrophotometer (FTIR, Tokyo, Japan) in trasmission mode and range of 4000-400 cm -1 (through a conventional KBr pellet technique). The material surface morphology was evaluated by a scanning electron microscopy (SEM) using a JEOL ® JSM 6360-LV equipment (Tokyo, Japan) with probe of energy dispersive spectroscopy (EDS). Before microscopy analysis, the material had been previously coated with a gold thin layer using a sputter coater Leica ® Bal-Tec Med 020 (Wetzlar, Germany). Micrographs were obtained by applying an electron acceleration voltage of 20 kV. The SiO 2 , Al 2 O 3 and SnO 2 contents in the SiAlSn were determined by using X-ray fluorescence (XRF) on a PANalytical ® Axios mAX (Almelo, the Netherlands). To determine the specific surface area, average pore diameter and pore volume, a surface area and pore size analyzer Quantachrome ® Nova Model 1200e (Boynton Beach, USA) automatic nitrogen gas adsorption instrument was utilized. The specific surface area was estimated from nitrogen adsorption isotherms according to the Brunauer-Emmett-Teller (BET) multipoint method and the average pore diameter as well the pore volume were determined through the Barrett-Joyner-Halenda (BJH) method after the sample preheating at 120 °C by 4 h under vacuum. Certified reference material, herbal medicine and chocolate powder were decomposed in a Milestone Inc ® Ethos Plus microwave oven (Sorisole, Italy).
Reagents and solutions
The SiAlSn synthesis was accomplished by using tetraethylorthosilicate (TEOS, Si(OC 2 H 5 ) 4 Thereafter, the gel was submitted to a drying step in order to obtain the xerogel. The gel was transferred to a beaker and heated at 80 °C initially in a hot plate, and after into a drying oven until the complete solvent evaporation. Subsequently, the material was carefully powdered, dried by 4 h in vaccum at 80 °C and submitted by 6 h into a Soxhlet system with ethanol to remove the reagents excess and purification. The material was also washed multiple times with 0.1 mol L -1 HNO 3 , ethanol and ultrapure water. Lastly, the material was submitted by 2 h at 80 °C in a vacuum for total dryness. HCl in counter current at a flow rate of 4.0 mL min -1 toward the FAAS detector.
Optimization procedure
The online preconcentration procedure was optimized by applying Doehlert design for three variables (pH, Britton-Robinson buffer concentration and preconcentration flow), totaling thirteen experiments. At central point the assay was done in triplicate to estimate the experimental error. The pH was varied into seven levels in the range of 3.0-9.0, buffer concentration was varied into five levels in the range of 0.0525-0.1800 mol L -1 with Britton-Robinson buffer, and preconcentration flow was varied into three levels in the range of 2.0-6.0 mL min -1 . or Mg 2+ with the target metal were subjected to the online preconcentration procedure, under optimized conditions. The Pb 2+ concentration was fixed in 200.0 µg L -1 and the studied proportions (m/m) of the target metal and potential interfering ions were 1:1, 1:5, 1:10, 1:50 and/or 1:100. The interference effect was estimated by the Pb 2+ recovery percentage, defined as the ratio between the analytical responses in the presence and absence of co-existing ions.
Determination of figures of merit
Under optimized conditions, the analytical performance of the method was analyzed by enrichment factor (EF), concentration efficiency (CE), consumption index (CI), analytical frequency (AF), limit of quantification (LOQ) and detection (LOD), range of analytical curve, inter/intraday precision and accuracy. All figures of merit were determined according to the international regulation 33 and/or according to literature. [34] [35] [36] The range of analytical curve obtained by using the preconcentration method was constructed in the range 5.0-400.0 µg L -1 . The EF was calculated as the ratio of the slope of the linear regression models of Pb 2+ concentration obtained with and without preconcentration step. The CE was obtained by the ratio between the EF and the time spent to preconcentrate the sample (5 min). CI was calculated by the ratio between the sample volume submitted to preconcentration (20.0 mL) and EF. AF was given with the division of 1 h by the time consumed to realize preconcentration and elution of Pb 2+ ions. LOD and LOQ were determined by using absorbance values of blank solutions. The LOD and LOQ were calculated by using the ratio of three and ten times the standard deviation, respectively, of ten blank samples divided by the slope of the linear regression. Inter/intraday precision were calculated with three Pb 2+ standard solutions at 5.0, 100.0 and 400.0 µg L -1 concentrations. The relative standard deviations (RSD, %) were calculated to determine the precision. Accuracy was assessed by analysis of certified reference material.
Real samples and reference material preparation
To evaluate the applicability of proposed method, water (mineral, tap and lake water), herbal medicine (Ginkgo biloba) and chocolate powder samples were analyzed. Tap water and lake water were collected at Londrina State University and Lake Igapó III, respectively, both located in Londrina, Paraná, Brazil. Before analysis, lake water sample was acidified until pH 2.0 with HNO 3 solution and filtered through a 0.45 µm cellulose acetate membrane. Ginkgo biloba powder, chocolate powder and mineral water samples were obtained from local supermarket. The microwave-assisted digestion of 700.0 and 500.0 mg of Ginkgo biloba and chocolate powder samples, respectively, was carried out by using 10.0 mL of concentrated HNO 3 and 4.0 mL of 30% (v/v) H 2 O 2 . The heating program was accomplished by setting 1200 W of nominal power with a linear temperature gradient. The temperature gradient was performed as follows: heating to 80 °C, 0.00-6.00 min; plateau at 80 °C, 6.01-11.00 min; heating to 120 °C, 11.01-18.00 min; plateau at 120 °C, 18.01-23.00 min; heating to 210 °C, 23.01-38.00 min; plateau at 210 °C, 38.01-58.00 min. After sample digestion, the samples were heated on a hot plate to near dryness, to eliminate the residual HNO 3 , and then cooled to room temperature. Then, the acetate buffer (pH 4.3) was added. Blank solutions were prepared for each sample. Afterwards, the samples were heated on a hot plate to near dryness, to eliminate the residual HNO 3 , and then cooled to room temperature. Then, the acetate buffer (pH 4.3) was added. Blank solutions were prepared for each sample.
Computational programs
To perform the Doehlert matrix design, the responses surfaces representations and the optimum conditions the experimental data were processed with the software Statistica 7.0. 37 The others graphical representations were made utilizing the software Origin Pro 8 SR0.
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Results and Discussion
Characterization of SiO 2 /Al 2 O 3 /SnO 2 ternary oxide
The surface morphology of the SiAlSn was analyzed by SEM ( Figure 1 ). As observed in Figure 1a , the SiAlSn presented a flat or rough surface with irregular and non-spherical particles smaller than 50 µm. Such morphological feature was somewhat expected, which is very common for mixed oxides obtained by the sol-gel process. In spite of irregular size and non-spherical particles, it has been observed that SiAlSn is attractive as column packing material for flow injection system, since no overpressure into the column, leakages and low repeatability of measurements was observed. One should note that, the presence of roughness on the surface of material can facilitate mass transfer and provides an increase in the surface area. 39, 40 In order to obtain a rough estimation of mass percentages of the components and the dispersion of aluminium and tin in the surface of material, EDS spectrum (data not shown) and elemental mapping were recorded, respectively.
From EDS spectrum of SiAlSn (data not shown), it was found percentages of O (70.00 wt.%), Si (25.46 wt.%), Al (1.71 wt.%) and Sn (2.82 wt.%); obtaining an atomic molar ratio of Si/Al = 14.3 and Si/Sn = 38.2. From the EDS images (Figure 2 ), no phase segregation or oxide particle islands were observed with the studied magnification, showing highly dispersed metal oxides due to strong covalent bonding interaction with the siloxane groups in the silica matrix. This high dispersion is extremely important because it alters positively the number of sites on the material surface and facilitates the access to the binding sites. 39, 40 The obtained results by XRF for the SiO 2 , Al 2 O 3 and SnO 2 amounts incorporated in the SiAlSn, were 87.22, 3.08 and 9.69 wt.%, respectively. The atomic molar ratios were Si/Al = 13.6 and Si/Sn = 38.1, thus corroborating with the EDS analysis and showing that the atomic distribution on the surface (EDS analysis) as in the bulk of the material (XRF analysis) is the same.
From the FTIR spectra, some characteristic functional groups of the SiAlSn were observed and compared with net silica spectrum (Figure 3) . The wide absorption band at 3460 cm -1 corresponds to OH stretching vibrations due to the presence of silanol groups in the silica matrix and/or adsorbed water presented due to hydrogen bonds. Also, the band presented at 1656 cm -1 can be attributed to the angular deformation vibration of adsorbed water, confirming the presence of these molecules on the material surface. 41, 42 A wide shoulder band containing the bands at 1201 and 1067 cm -1 was observed in both spectra, which can be attributed to Si-O-Si asymmetric stretching vibration, while the band at 800 cm -1 corresponds to the symmetrical stretching. Si-O-Si angular deformation vibrations are evidenced at 571 and 453 cm -1 . [43] [44] [45] The band at 917 cm -1 can be attributed to Si-OH angular deformation vibration. From the bands definition and the similarity between the spectra, it can be inferred that the SiO 2 network is only slightly disturbed by the incorporation of the metal oxides Al 2 O 3 and SnO 2 , suggesting a good dispersion of the both in the silica matrix, as observed from the EDS data. The textural parameters of SiAlSn material were determined from nitrogen adsorption-desorption isotherm and the obtained results were compared with silica matrix results previously reported in literature. 39 The adsorption isotherm showed no hysteresis (Figure 4a ) and its concave format indicates that the amount adsorbed approaches a limiting value. This limiting uptake is governed by the accessible pore volume rather than by the internal surface area. This type of isotherm, which is of type I, is very common in materials having pore size distributions over a broader range, including narrow mesopores and small external surfaces. 46 From BET and BJH data, the surface area, pore volume and pore diameter were found to be 416.9 m 2 g -1 , 1.83 × 10 -2 cm 3 g -1 and 3.37 nm, respectively. According to the pore distribution obtained by the BJH method (Figure 4b) , it is observed the predominance of pores with a diameter of 3.37 nm, thus suggesting that the concave isotherm behavior is attributed to the narrow mesopores. The obtained textural data to the material were significantly higher when compared to those of the pure silica matrix (220.0 m 2 g -1 , 1.14 × 10 -2 cm 3 g -1 and 1.57 nm for surface area, volume and average pore diameter, respectively), being of paramount importance to increase the capacity of Pb 2+ ions to diffuse through the pores and their accessibility to the active sites of the adsorbent.
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Optimization
The best working conditions for adsorption of Pb 2+ ions on SiAlSn were determined using a three-variables Doehlert design associated with response surface methodology. Table 1 The mentioned statistical model allows to observe the non significance of the positive regression coefficient value to the interaction between pH and BC (equation 1, in bold) because of its standard error being superior. According to ANOVA, the lack of fit was not statistically significant since the value of 8.17 obtained by the ratio between the lack of fit quadratic mean and pure error quadratic mean was smaller than the tabulated F-distribution value (F 3,2 ) of 19.16, at a 95% confidence level. Analyzing the responses surfaces ( Figure 5) , maximum points were observed, indicating optimum conditions to all variables. To obtain the optimum conditions through these surfaces, it was necessary to derive the equation obtained from the design in function of the chosen variable and equalize it to zero. However, the same results can be obtained by processing the data in statistical software, as performed in this work. 47, 48 The obtained optimum conditions values to BC, pH and PRF were 0.1 mol L -1 , 4.3 and 3.3 mL min -1 , respectively. To PRF the adopted condition was 4.0 mL min -1 to increase the analytical frequency, instead of the optimum condition.
Interference studies
The competition effect of Pb 2+ ions with other ions in the preconcentration system was evaluated from the preconcentration of binary mixtures containing a fixed amount of the target metal and interfering ion in different proportion, under optimized condition. As can be seen in Figures 6 , the interfering ions presence caused a relative error of ± 15 around the total recovery. Even at higher concentrations of interfering ions, the preconcentration of lead ions onto SiAlSn was observed to be very tolerant. This could be an indication to the presence of considerable binding sites capable to adsorb the lead ions in the presence of other metal ions.
Analytical features
The obtained linear regression to Pb 2+ ions preconcentration was statistically evaluated by one-way ANOVA (Table 2) . At 95% confidence level, the ratio value between the mean square of model and residual (F-value) was higher than the tabulated value (F 1,6 value is 5.99), indicating good model fit to the experimental data. In addition, the value of adjusted correlation coefficient (R-adj.) was equal to 0.99. Additionally, the smaller the p-value, the larger the significance of model, as observed from Table 2 . These values indicate the impossibility of the result occurring by chance, indicating the strong relationship between absorbance and concentration values.
The acquired EF, CE, CI, AF, LOQ, LOD and range of analytical curve were determined, as shown in Table 3 . The higher EF value indicates the great potentiality of online coupling of solid phase extraction using SiAlSn as adsorbent, which result in lower LOD and LOQ. The CE, which establishes the sensitivity enhancement during 1 min of preconcentration time, provides a better evaluation of procedure performance. 23 Thus, the CE was found to be 8.1 min -1 . The CI establishes the necessary volume (in mL) for the preconcentration system to obtain a enrichment factor. 23 AF defines the number of experiments carried out per hour. 24 The low LOD and LOQ values obtained also indicate a enhance on the detectabiliy by online preconcentration when compared to only FAAS.
The results of RSD for interday precision were found to be 10.48, 3.02 and 2.83% to the respective Pb Table 4 .
The proposed method showed low sample volume, high EF value, good values of LOQ, LOD and linear range which assists on quantification of Pb 2+ ions in small concentrations.
Analysis of samples
In order to assess the accuracy and applicability of the method in real samples, analyses of different kind of water samples, chocolate powder, herbal medicine sample and marine sediment (certified reference material) were carried out. As observed in Table 5 , trace levels of Pb 2+ ions were not detected in any sample. Thus, recovery tests with spiked samples were carried out to determine the accuracy. As observed, higher recoveries results (100-110%) were obtained, attesting the method applicability and accuracy without interferences. The amount of Pb 2+ ions were also determined in certified reference (marine sediment, MESS-3) by this method (21.5 ± 1.2 µg g -1 , n = 3) and was statistically similar to the certified value (21.1 ± 0.7 µg g -1 ) by Student's t-test with 95% confidence interval. Therefore, the method accuracy was confirmed even to sediment samples submitted to acid digestion.
Conclusions
The sol-gel synthesis of SiAlSn as new adsorbent material for Pb 2+ preconcentration found to be an interesting approach. Significative improvements in detectability of lead ions were achieved due to the high enrichment factor (40.5) and low consumption index (0.5 mL), yielding a low limit of detection with low sample consumption (20.0 mL). Moreover, in a reduced analysis time, the method proved to be simple, low cost (dispenses the use of chelating or organic solvents in the flow system) and selective. Due to these attractive advantages and accuracy, the method could be used for determining Pb 2+ ions at trace levels in water, herbal medicine and food samples. Therefore, the SiAlSn can be considered an efficient alternative as a silica-based adsorbent to be utilized for preconcentration and determination of Pb 2+ at trace levels. 
